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Abstract 

An  infrared,  spectrally-resolved  polarimetric  measurement  capability  was  established 
within  the  Remote  Sensing  Group  at  the  Air  Force  Institute  of  Technology. 
Measurements  were  made  using  a  Bomem  MR-254  Michelson-based  spectro-radiometer 
coupled  to  a  Thorlabs  WP50H-B  rotating  wire-grid  polarizer  in  a  Zinc  Selenide  substrate 
(2-30  pm).  The  Fourier-transform  spectrometer  (FTS)  covers  the  near-  and  mid-infrared 
(0.9-5. 5  pm)  using  Indium  Antimonide  (InSb,  1800-12000  cm  ’)  and  Indium  Gallium 
Arsenide  (InGaAs,  6000-14000  cm  ')  detectors.  Degree  of  linear  polarization  (DOLP) 
measurements  were  made  of  Pyrex  glass  and  an  optical-grade  Aluminum  mirror  at 
incident  angles  between  20-70  deg.  Both  smooth  and  roughened  Pyrex  were  studied,  and 
surface  roughness  was  characterized  by  a  KLA  Tencor  profiler.  A  broadband  integrating 
sphere  was  used  as  a  light  source.  The  spectro-polarimetric  response  of  the  FTS  was 
determined  assuming  a  temperature-insensitive  gain  and  is  described  in  the  document. 
Reflected  intensity  measurements  of  the  integrating  sphere  at  polarizer  angles  of  0,  45, 
90,  and  135  deg  were  used  to  estimate  the  Stokes  parameters  SO,  SI,  &  S2,  and  from 
them  the  DOLP.  The  material’s  complex  index  of  refraction,  surface  roughness,  and 
orientation  affect  the  DOLP.  Results  of  the  DOLP  measurements  are  compared  to 
predictions  based  upon  Fresnel’s  equations.  Agreement  was  poor  in  some  cases,  and  both 
the  thermal  stability  of  the  FTS’s  polarimetric  gain  and  the  low  polarizer  extinction  ratio 
above  A=  2pm  are  partially  responsible  for  these  discrepancies.  Benefits  and  limitations 
of  this  method  are  discussed,  as  well  as  suggestions  for  improvements  to  this  technique. 
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DEVELOPMENT  OF  A  S PECTROPOL ARIMETRIC  REMOTE  SENSING 

CAPABILITY 


I.  Introduction 

It  is  my  understanding  that  while  the  fields  of  both  spectral  and  polarimetric 
measurements  are  mature  and  established,  their  concurrent  measurement  is  uncommon 
and  the  simultaneous  exploitation  of  both  modalities  has  not  been  thoroughly  explored. 
Fourier-transform  spectrometers  (FTS)  have  led  to  advances  in  capabilities  that  have 
allowed  for  more  detailed  remote  sensing  techniques  to  evolve.  Equipping  FTS  with  a 
wire  grid  polarizer  allows  for  the  ability  to  acquire  polarimetric  properties  from  an  object. 
This  combination  adds  the  requirement  to  polarimetrically  calibrate  the  instrument  as 
well  as  radiometrically.  The  scope  of  this  work  is  threefold:  (1)  to  establish  a  new, 
spectro-polarimetric  reflectance  measurement  capability  at  AFIT;  (2)  document  best 
practices  (learned  through  this  effort)  for  accurate  DOLP  measurements;  (3)  demonstrate 
the  current  accuracy  and  limitations  of  the  technique  using  smooth  aluminum  as  well  as 
smooth  and  roughened  glass  substrates.  A  method  of  interpreting  the  degree  of  linear 
polarization  as  a  function  of  incident  angle,  surface  roughness  and  wavelength  is 
developed. 

Research  Approach 

To  accomplish  the  scope  of  work  outlined,  a  theoretical  understanding  of  the  factors 
associated  with  spectropolarimetric  measurements  from  a  phenomena  and  instrumental 
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perspective  is  required.  This  work  is  the  first  phase  of  a  larger  effort  to  investigate  the  utility 
of  polarimetric  hyperspectral  imagery  for  improved  material  identification  and  surface 
orientation  determination.  To  gain  experimental  understanding  of  polarimetric 
measurements,  data  was  collected  with  a  Bomem  254  FTS  combined  with  a  Thorlabs  ZeSe 
wire-grid  infrared  polarizer.  Efforts  were  focused  on  developing  a  calibration  method  that 
would  account  for  instabilities  in  the  Bomem  FTIR,  as  well  as  data  processing  to  ensure  that 
experimental  results  agreed  with  the  predicted  values.  The  experimental  setup  for  taking 
measurements  is  uncomplicated;  however,  it  was  found  that  small  errors  in  set  up  can  result 
in  large  deviations  from  calculated  values.  Recommended  improvements  to  the  current 
experimental  setup  for  measuring  spectrally-resolved  DOLP  will  be  presented. 

Document  Structure 

Chapter  two  of  this  document  presents  a  review  of  the  research  related  to  this  work. 
A  brief  historical  perspective  is  provided  along  with  an  emphasis  on  instruments  and 
techniques  used  to  make  spectral  polarimetric  measurements.  Since  this  is  a  new  capability 
at  AFIT,  with  the  potential  for  future  research  efforts,  a  detailed  theoretical  background  is 
provided  in  chapter  three.  Included  in  chapter  three  will  be  technical  details  related  to  the 
equipment  used  for  this  research  effort.  Methodology,  results,  and  analysis  are  addressed  in 
chapter  four  of  this  document.  Appendix  A  contains  MATFAB  code  developed  to  generate 
the  theoretical  predictions  as  well  as  process  the  data  collected.  Each  section  of  data  will  be 
given  a  description  along  with  a  reference  to  additional  details. 
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II.  Literature  Review 


Historically,  phenomena  associated  with  the  polarization  of  light  have  been  observed 
since  the  17th  century  and  mathematically  understood  since  the  19th  century.  Augustin-Jean 
Fresnel  derived  the  mathematical  treatment  to  describe  the  interaction  between  matter  and 
light,  and  the  equations  he  produced  are  used  in  models  today  [1],  He  proved  that  light 
travels  as  a  transverse  wave  and  showed  that  light  can  become  partially  polarized  by  being 
reflected,  emitted,  or  scattered.  For  example,  depending  on  the  incident  angle,  light  reflected 
from  glass  or  water  can  become  completely  polarized  and  light  scatter  in  the  sky  can  become 
partially  polarized  as  well  [23,  28].  Recent  advances  with  spectrometers  and  infrared 
imagers  have  enabled  the  ability  to  exploit  these  polarimetric  signals  in  a  variety  of 
applications  from  oceanography  and  military  target  detection,  to  material  science  [20,  21, 
29].  For  example,  the  combination  of  spectral  and  spatial  content  has  been  made  with 
multispectral  and  hyperspectral  technology.  This  review  will  discuss  the  previous  work  with 
spectral  polarimetric  measurements  related  to  this  research  effort  as  well  as  the  theoretical 
models  necessary  to  provide  useful  applications. 

Polarimetric  Remote  Sensing 

Initial  efforts  to  measure  and  quantify  polarimetric  signals  from  roughened 
surfaces  were  performed  by  Jordan  and  Lewis  in  the  1994  [2].  These  experiments  served 
as  a  good  model  for  the  research  preformed  in  this  thesis.  Their  work  focused  on 
emission  polarization  of  aluminum  and  glass  in  the  long  wave  infrared  that  were  heated 
above  ambient  temperatures.  Using  a  rotatable  linear  polarizer  and  a  quarter  wave  plate 
enabled  making  full  Stokes  vector  measurements.  Included  in  their  measurements  were 
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Gaussian  distribution  of  surface  slopes.  By  including  this  parameter,  they  showed  how 
surface  roughness  decreases  the  DOLP  from  emitted  radiation.  More  recent  work 
performed  by  Gurtan  and  Dahmani  also  looked  at  the  emission  polarization  from  glass 
and  included  spectrally  resolved  measurements  by  using  a  FTIR  spectrometer  equipped 
with  a  wire-grid  polarizer  [5].  They  extended  the  spectral  range  of  the  measurements  and 
showed  how  the  complex  index  of  refraction,  which  is  wavelength  dependent  for  all 
materials,  affects  the  DOLP.  Their  investigation  also  included  measuring  the  DOLP  as  a 
function  of  wavelength  of  glass  covered  in  Krylon  and  CARC  paint,  showing  how 
different  coatings  alter  the  emitted  DOLP.  Both  of  these  papers  served  as  excellent 
sources  for  theoretical  and  experimental  backgrounds  for  the  work  performed  in  this 
thesis. 

Polarimetric  Infrared  Imaging 


Applications  of  polarimetric  imaging  are  broad  but  have  particular  use  in  military 
operational  situations.  Techniques  developed  by  Pesses  and  Tan  show  that  using  DOLP 
images  of  satellites  had  the  highest  contrast  when  imaging  a  spinning  spacecraft  [30]. 
They  went  on  to  show  how  polarimetric  rotation  signatures  can  improve  space  object 
identification,  and  they  applied  their  polarimetric  methods  to  show  how  re-entry  vehicle 
identification  can  be  improved.  Polarimetric  measurements  also  have  uses  in  terrestrial 
measurements  as  well.  For  example,  surface  landmine  detection  was  investigated  by 
Forssell  in  2001  [21].  This  work  showed  that  DOLP  measurements  provided  higher 
contrast  for  optical  detection  of  mines.  Others  have  investigated  the  application  of  these 
signals  in  detecting  buried  improvised  explosive  devices  (IEDs)  by  measuring  the 
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difference  in  reflected  and  emitted  polarization  from  disturbed  soils  [21].  Also,  from 
aerial  platforms,  the  detection  of  military  vehicles  that  were  located  in  shaded  area  or 
covered  by  vegetation  [16].  One  potential  application  of  polarimetric  imaging  is  for  use 
in  the  assistance  of  remote  detection  of  nuclear  materials.  This  research  effort  is 
primarily  focused  on  the  spectral  nature  of  the  DOLP. 

Polarimetric  Modeling 

Surface  roughness,  incident  angle,  and  material  properties  all  affect  polarimetric 
properties.  For  example,  materials  that  are  man-made  generally  have  smoother  surfaces 
than  objects  created  in  nature.  This  distinction  allows  for  infrared  (IR)  imagers  equipped 
with  a  polarization  analyzer  to  distinguish  between  targets  from  a  background  even  if 
they  are  camouflaged  [16].  However,  modeling  how  these  signals  propagate  in  an 
operational  setting  can  be  challenging  when  including  the  dynamic  parameters  involved 
in  radiometric  transfer.  Algorithms  have  been  generated  to  process  these  signals  more 
efficiently  for  military  uses  [31,32].  Atmospheric  models,  such  as  MODTRAN,  have 
incorporated  polarimetric  models  to  include  the  polarized  radiation  from  the  sky.  The  Air 
Force  has  developed  a  polarimetric  atmospheric  model  (MODTRAN-P)  to  simulate 
atmospheric  effects  [33].  The  Digital  Imaging  and  Remote  Sensing  Image  Generation 
Model  (DIRSIG),  created  by  the  Rochester  Institute  of  Technology,  is  a  model  based  on 
first  principles  that  generates  synthetic  images.  The  DIRSIG  model  simulates  a  wide 
variety  of  phenomena  for  sensor  modeling,  among  an  assortment  of  other  uses  [35]. 
Critical  for  modeling  the  spectral  and  polarimetric  signatures  of  targets  in  any 
environment  requires  detailed  understanding  about  how  materials  emit  and  reflect 
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different  parts  of  the  electromagnetic  spectrum.  Polarized  bidirectional  reflectance 
distribution  functions  (pBRDF)  extend  the  BRDF  model  by  incorporating  a  statistical 
distribution  of  surface  parameters.  This  model  can  be  applied  in  either  the  reflective  and 
emissive  spectral  regions  and  are  related  by  Kirchoff  s  law 

£  =  1  -  r,  (2-1) 

which  applies  for  surfaces  in  thermal  equilibrium  for  opaque  materials,  where  £  and  r  are 
the  emissivity  and  reflectivity  of  the  material  of  interest  [13,  15,  25].  BRDF  models 
quantitatively  characterize  the  directional  scatter  of  an  object,  and  these  objects  can  be 
classified  into  two  broad  categories,  diffuse  and  specular  [4].  Accurate  models  are  vital 
for  determining  the  physical  limitations  of  the  instruments  used  and  to  produce  valuable 
data. 

Spectropolarimetric  Instruments 

Passive  remote  sensing  techniques  have  been  used  to  exploit  polarimetric  signals 
for  target  detection  in  a  variety  of  environments.  A  common  method  to  obtain  spectral 
information  is  with  the  use  of  a  Michelson  interferometer;  this  technology  is  mature  and 
well  developed.  The  combination  of  these  two  capabilities  is  known  as 
spectropolarimetry,  which  enables  the  ability  to  measure  a  material  or  target’s 
polarization  properties  as  functions  of  wavelength  [17].  Infrared  imaging  has  also  been 
used  to  investigate  polarized  emission  and  reflectance  properties  of  materials  and  targets 
of  interest  [35].  Large  amounts  of  data  are  produced  while  collecting  spectropolarimetric 
data.  Improvements  in  data  reduction  methods  and  processing  algorithms  to  handle  the 
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large  amounts  of  data  has  allowed  for  better  signal  processing.  Employment  of  a  formal 
mathematical  treatment  of  processing  polarimetric  measurements  using  Mueller  matrices 
has  been  investigated  since  the  1970’s.  Efforts  made  by  D.  H.  Goldstein,  R.  A.  Chipman, 
and  D.  B.  Chenault  have  produced  Fourier  analysis,  error  reduction  analysis  and  data 
reduction  methods  to  improve  the  accuracy  and  efficiency  of  infrared  spectropolarimetric 
methods  [14].  These  methods  are  analyzed  and  incorporated  into  this  research  effort. 

Several  instruments  have  been  used  to  take  advantage  of  the  information  content 
contained  in  polarimetric  and  spectral  signals.  For  example,  microbolometers  can  be 
equipped  with  polarizers  to  enable  the  ability  to  measure  all  Stokes  parameters 
simultaneously;  minimizing  temporal  changes  in  polarized  signals  [36].  Multiple 
spectrometers  have  been  built  for  airborne  and  space  platforms.  For  example, 
Geosynchronous  Imaging  Fourier  Transform  Spectrometer  (GIFTS)  is  a  space  asset 
located  in  geosynchronous  orbit  at  40,000  km  [16].  This  satellite  operates  in  the  MWIR 
(4.4  to  6.1  microns)  and  FWIR  (8.8  to  14.5  microns)  and  collects  atmospheric  data.  The 
first  Fourier  Transform  Hyperspectral  Imager  (FTHSI)  sensor  was  developed  by  NASA 
to  cover  the  NIR  spectral  range  [16].  This  technology  has  been  further  developed.  AFIT 
owns  two  field  portable  imaging  radiometric  spectrometers  built  by  Telops  Inc.  that  were 
primarily  designed  for  remote  chemical  sensing  applications  [37].  These  instruments  are 
based  on  a  Michelson  interferometer  and  operate  in  the  FWIR  and  MWIR.  The  FWIR 
system  has  been  upgraded  with  a  rotatable  wire  grid  polarizer  to  enable  PHSI 
measurements.  This  capability  could  potentially  unlock  new  areas  of  application. 
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III.  Electromagnetic  Theory  and  Application 


Introduction 


In  this  chapter,  the  interaction  of  electromagnetic  (EM)  waves  with  materials  will 
be  addressed.  First,  the  mathematical  principles  for  describing  an  EM  wave  as  well  as 
the  properties  of  materials  that  affect  phenomena  for  remote  sensing  will  be  presented. 
The  derivations  presented  can  be  found  in  most  optics  textbooks  [1].  In  addition,  a  brief 
theory  of  operation  for  Fourier  transform  spectrometers  will  be  discussed  since  that  is  the 
instrument  used  for  this  work.  In  particular,  the  topics  that  proved  most  useful  in 
understanding  the  instrument’s  role  will  be  addressed. 

Electromagnetic  Waves 


Remote  sensing  is  the  process  of  extracting  information  from  a  scene  without  coming 
into  contact  with  the  objects  in  that  scene.  This  is  performed  typically  by  collecting 
emitted  or  reflected  light  from  objects.  In  order  to  obtain  meaningful  information, 
understanding  how  light  or  electromagnetic  waves  behave  is  critical.  Maxwell’s 
equations  fully  describe  the  interaction  between  electric  and  magnetic  fields  as  well  as 
their  interaction  with  charged  matter.  When  no  charges  are  present,  the  wave  equation 
for  propagation  in  free  space  can  be  derived  from  Maxwell’s  equations. 


V2E 


1  dzE 
c2  d2t 2 


Solutions  to  the  wave  equation  come  in  the  form  of  a  plane  wave  described  by 


(3-1) 
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(3-2) 


E(r,  t)  =  E0e  l^'r  0)t\ 
where  E0  is  the  amplitude,  k  is  the  wave  vector  equal  to  2n/A  where  X  is  the  wavelength 
of  light,  and  co  is  the  frequency  of  oscillation.  The  solutions  for  the  magnetic  wave  are 
identical  in  form  to  the  electric  field  and  the  two  quantities  are  related  by 

D  _E0  _  nE0  (3-2) 

Eq  —  —  , 

V  c0 

where  c0  is  the  speed  of  light  in  free  space. 


In  vacuum,  the  wave  travels  unattenuated  in  a  straight  line  at  speed  c0.  However, 
when  encountering  a  material,  the  wave  can  be  attenuated,  and  its  speed  and  direction  can 
change  as  well.  These  effects  can  be  quantified  if  the  material's  complex  index  of 
refraction  n  is  known,  and  it  is  given  by 


n  =  n  +  iK,  (3-3) 

where  n  is  the  real  and  k  is  the  imaginary  part  of  the  refractive  index.  The  real  part 
governs  the  change  in  speed  and  the  imaginary  part  is  responsible  for  how  EM  energy  is 
absorbed  by  the  material.  For  dielectric  materials,  the  imaginary  part  is  nearly  zero.  The 
imaginary  part  of  the  index  of  refraction  is  related  to  the  conductivity  of  the  material  by 


n  = 


n  +  iK, 


(3-4) 


where  a  is  the  conductivity  of  the  material,  £0  is  the  permittivity  of  free  space  and  is 

C2 

equal  to  8.85  x  10~12  [^—7]  in  mks  units.  This  expression  can  be  incorporated  into  the 

wave  vector  k  which  yields  how  the  plane  wave  will  propagate  in  the  material  with  a 
given  conductivity. 
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k  —  2  n/(A/n)  —  (n  +  ik)  ®/c  . 


(3-5) 


Inserting  this  expression  for  the  complex  index  of  refraction  into  the  solution  for  the 
wave  equation  for  the  electric  field  we  get 


Et  =Eoie-^ki-r-^ 


Ei  =Eoie 


- i((n+iK ) — r-rnt) 


Ei  =E0ie-io>&-t>e-o>&\ 


(3-6) 

(3-7) 

(3-8) 


The  first  exponential  of  equation  (3-8)  represents  the  oscillatory  electric  field  associated 
with  a  traveling  wave  of  light.  The  second  exponential  of  equation  (3-8)  is  a  negative 
exponential,  indicating  that  the  energy  in  the  wave  is  being  absorbed  by  the  material  in 
which  it  is  propagating.  Typically,  metals  are  the  materials  that  have  significant  complex 
part  of  the  index  of  refraction;  for  this  reason  metals  are  not  transparent.  Figure  1  is  an 
example  of  the  index  of  refraction  for  Aluminum. 
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Figure  1.  Showing  the  wavelength  dependence  of  the  complex  index  of  refraction  of 
Aluminum  [27]. 
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Glass,  which  is  a  dielectric,  has  an  imaginary  component  which  is  near  zero  in  the 
visible  part  of  the  spectrum.  A  functional  form  for  the  index  of  refraction,  known  as  the 
dispersion  relationship,  can  be  obtained  based  on  the  Sellmeir  equation  which  is  an 
empirical  relation  between  the  refractive  index  and  wavelength  for  a  particular 
transparent  medium  [1],  The  form  for  most  glasses  is 


n2 (A)  =  1  + 


B2A2  B?A2 


+ 


+ 


(3-9) 


A2  -  C±  A2  -  C2  A2  -  C3 
Where  A  is  the  wavelength  in  microns,  n  is  the  refractive  index,  B12  3and  C12  3  are 
experimentally  determined  coefficients.  Figure  2  shows  the  refractive  index  for  Pyrex,  a 
common  glass  that  was  used  in  this  work.  Figure  3  shows  measured  index  of  refraction 
for  Pyrex  showing  the  limitations  of  this  equation  in  the  LWIR  where  the  imaginary 
component  plays  a  significant  roll. 
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Figure  2.  Showing  the  wavelength  dependence  of  Pyrex,  a  common  glass.  This 
material  is  a  dielectric  and  the  complex  part  of  the  index  of  refraction  is  negligible. 
The  functional  form  is  based  on  the  dispersion  formula  [27]  which  applies  only  in 
the  visible  and  NIR. 
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Figure  3:  Measured  index  of  refraction  of  Pyrex  samples  used  for  this  research.  In 
the  long  wave  IR,  Pyrex  becomes  absorbent  indicated  by  the  imaginary  component. 

Oscillations  of  the  electric  field  for  a  beam  of  light  are  on  the  order  of  1014  Hz 
and  therefore  are  too  fast  to  detect  an  individual  oscillation.  What  is  measurable  is  the 
time  averaged  electric  field  squared.  Several  units  of  measurement  have  been  adopted  to 
quantify  electromagnetic  radiation.  Table  1  describes  the  units  involved  [16]. 


Table  1:  Radiometry  Terminology 


Quantity 

Designation 

Relationship 

Units 

Irradiance 

E 

dP  f 

E  =  3A  =  JE^ 

pW/ 

'  cmz 

Spectral  Irradiance 

Ea 

dP  r 

Ei  ~  dAdA  ~  J  hail 

\iW, 

'  cm2  [mi 

Radiance 

L 

dP  r 

L  =  „  „  =  Lid  A 
dAdil  J 

pW/ 

'  cm 2  sr 

Spectral  Radiance 

h 

dP 

Lx  ~  dAdLldA 

\iW, 

'  cm2  [ im  sr 
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Intensity 

1 

dP  r 

I  =  —  =  LdA 

dn  J 

\iW/ 

/  sr 

Power 

P 

P  =  j  EdA  =  j  I  dn 

pW 

The  irradiance  of  an  electromagnetic  wave  is  given  by  the  electric  field  amplitude 
squared  per  unit  of  area.  By  taking  the  complex  conjugate  of  equation  (3-8),  the  first 
exponential  cancels,  and  we  are  left  with 

_a(k.z)  (3-10) 

I  — EE  —  E0E0e  c  —  I0e  ' 

2k 

which  is  known  as  Beer’s  law.  The  absorption  coefficient  is  now  defined  to  be  a  =  —  = 

Atck 

— —  which  indicates  how  EM  waves  of  a  certain  frequency  are  absorbed. 

When  the  light  impinges  on  a  surface,  it  must  be  either  transmitted  given  by  r, 
reflected  p,  or  absorbed  a;  this  relation  is  given  by 

p  +  a  +  r  =  1,  (3-11) 

indicating  that  energy  is  conserved.  Absorption  has  been  discussed  relating  the 
conductivity  of  a  material  to  how  electromagnetic  radiation  interacts  with  that  matter. 
When  a  material  reaches  steady  state,  absorption  and  emission  are  equal.  If  a  material’s 
transmission  is  zero,  the  relationship  simplifies  to 

p  +  s  —  1,  (3-12) 

where  £  is  the  emissivity  of  the  material.  Emission  from  materials  is  temperature 
dependent  and  follows  Planck’s  Law. 


23 


Fresnel’s  Equations 


In  the  NIR  to  MWIR,  remote  sensing  is  dominated  by  reflected  light  during  the  day, 
and  in  the  LWIR  emitted  light  dominates.  Most  operational  techniques  use  the  sun’s 
light  as  a  source  which  is  naturally  unpolarized.  This  light  gets  reflected  by  objects  and 
therefore  motivates  the  need  to  have  equations  describing  how  light  is  reflected  from 
targets  of  interest.  By  solving  the  electromagnetic  wave  equations  while  imposing  the 
condition  that  the  waves  must  be  continuous  at  all  times,  Fresnel’s  equations  are  derived. 
Coefficients  for  the  reflected  and  transmitted  amplitudes  are  obtained;  these  coefficients 
are  functions  of  the  complex  index  of  refraction,  and  the  incident  angle  relative  to  the 
surface  normal.  These  are  not  to  be  confused  with  the  reflectivity  and  transmissivity  of  a 
material  which  are  the  coefficients  squared.  The  form  of  the  wave  equations  stays  the 
same  while  the  wave  vector,  k  , changes. 


Incident  Wave:  £)  =  E()le  l(ki'r  0lt-) 

(3-13) 

Reflected  Beam:  Er  =  E0re~l^r'r~mV> 

(3-14) 

Transmitted  Beam:  Et  =  Eote~l^kt'r~at) 

(3-15) 

Where  \kt\  =  nx  *  k0 

(3-16) 

|  ky  |  -  71^  *  /Cq 

(3-17) 

\kt\  =  n2  *  ^0 

(3-18) 
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Figure  4.  Incident  plane  wave  with  electric  field  oriented  a)  parallel  to  the  plane  of 
incidence  and  b)  perpendicular  to  the  plane  of  the  incidence. 

To  illustrate  this  affect,  figure  4(a)  shows  how  electric  field  vectors  oscillating 
perpendicular  to  the  plane  of  incidence,  represented  by  the  circles,  are  reflected  and 
transmitted.  In  figure  4(b),  the  electric  field  vectors  are  now  oscillating  parallel  with  the 
plane  of  incidence,  and  represented  by  the  vector  arrows  where  the  magnetic  field  vectors 
are  now  represented  by  the  circles.  The  wave  vector  k  propagates  perpendicularly  to  the 
oscillations  of  both  the  electric  and  magnetic  fields. 

To  derive  the  reflective  coefficients,  two  conditions  must  now  be  applied:  first, 
that  the  waves  must  be  continuous  at  the  material  interface  and  second,  all  waves  must 
exist  simultaneously.  This  indicates  that  the  tangential  component  of  electric  field  vector 
must  be  equal  on  either  side  of  the  interface.  For  any  time  t,  this  condition  must  be  met 
and  can  be  described  by  the  equation 
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fix  Et  +  fix  Er  —  fix  Et, 


(3-19) 


where  n  is  the  unit  vector  normal  to  the  plane  of  incidence.  The  only  way  that  this  can 
be  true  over  the  entire  interface,  and  for  all  time,  is  if  the  arguments  of  the  exponentials  in 
equations  (3-11),  (3-12),  and  (3-13)  meet  the  following  condition, 

(k,  •  2  -  U>jt)  =  [kr  ■  Z  ~  <Drt)  =  (kt  ■  2  -  (0,t).  <3-20) 

Equation  (3-18)  indicates  that  the  phase  of  each  component  must  be  matched  at  the 
boundary.  For  any  time  t,  and  at  the  point  of  intersection,  z  =  0, 


®i  —  ®t  —  ®r  (3-21) 

This  shows  that  the  frequency  does  not  change  at  the  interface.  Addressing  the  wave 
vectors  at  time  equal  to  zero, 


ki  ■  z  -  kr  ■  z  =  kt  ■  z. 


(3-22) 


From  this  equation,  we  can  look  at  the  relationship  between  the  incident  and  reflected 


wave  vectors. 


kt  ■  z  -  kr 


(3-23) 


Since  the  dot  product  of  any  two  vectors  is  a  ■  b  —  |a|  |b|  cos  9,  and  the  wave  vectors  are 
equal  in  magnitude,  the  law  of  reflection  is  derived. 


sin  8i  —  sin  6r  or  =  dr 
Now  looking  at  the  incident  and  transmitted  beams: 


(3-24) 


kt  ■  z  -  kt  ■  z 


(3-25) 


In  this  situation,  /q  does  not  equal  kt  due  to  the  change  in  refractive  index. 
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kt  =  —  and  kt  =  — 

L  C  L  C 


(3-26) 


Substituting  this  expression  into  the  previous  equations  yields  Snell’s  Law: 


%  *  sin  9i  —  n2*  sin  6t.  (3-27) 

The  orientation  of  the  incident  electric  field  vectors  impacts  the  coefficients  that  are 
reflected  and  transmitted.  These  principles  also  apply  to  the  oscillating  magnetic  vectors 
associated  with  the  electromagnetic  wave.  Two  treatments  are  required  to  fully  describe 
the  interaction.  This  is  performed  by  separating  the  electric  and  magnetic  field  vectors 
into  the  x  and  y  components  or  perpendicular  and  parallel  components  to  the  plane  of 
incidence.  These  are  also  known  as  s  polarization  for  electric  field  vectors  oscillating 
parallel  to  the  plane  of  incidence  and  p  polarization  for  vectors  oscillating  perpendicular 
to  the  plane  of  incidence  . 


For  the  perpendicular  condition 

Et  +  Er  —  Et  (3-28) 

Eli  cos  9 1  —  Br  cos  9r  —  Bt  cos  9t.  (3-29) 

The  implication  from  the  above  equations  is  that  the  tangential  components  of  E  and  B 
are  equal  on  both  sides  of  the  interface.  For  the  perpendicular  condition 

-Bt  +  Br  =  -Bt  (3-30) 

Et  cos  —  Er  cos  9r  —  Et  cos  9t  (3-31) 

These  equations  for  electric  and  magnetic  fields  are  transformed  by  the  relationship 

/Cx  nE  (3-32) 

E  —  vB  —  (  —  )  B  or  B  —  — 
vn/  c 

This  expression  transforms  the  equations  for  the  perpendicular  case  (3-26)  and  (3-27)  into 
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Ei+Er  =  Et 


(3-33) 


%£)  cos  6i  —  cos  6r  —  n2Et  cos  6t,  (3-34) 

and  transform  equations  (3-31)  and  (3-32)  for  the  parallel 

Et  cos  —  Er  cos  8r  =  Et  cos  8t  (3-35) 

—n1Ei i  +  —  —nzEt.  (3-36) 

By  simply  taking  the  ratio  of  the  reflected  and  incident  electric  field  vectors  and 
eliminating  the  transmitted  component,  the  reflection  coefficients  are  obtained.  These 
equations  are  for  the: 


perpendicular  case,  rperp 


Er  _  cos9i~n*cosdt 
Ei  cos  (9;+n*cos 


(3-37) 


and  for  the  parallel  case:  rpara 


Er  _  -n*cos  Sj-cos  9t 
Ei  n*cos9i+cos9t 


(3-38) 


where  n  —  (3-39) 

ni 

To  eliminate  the  inconvenient  8t  term,  from  Snell’s  Law,  we  know  that  sin  =  n* 
sin  8t  and  from  Euler’s  formula  sin2  8  +  cos2  8  —  1,  we  get 


n  *  cos  8t  -  n^Jl  —  sin2  8t  —  n 

By  using  this  substitution,  the  reflection  coefficients  are  all  functions  of  n  and  dL. 
Inserting  this  expression  into  equation  (3-35)  and  (3-36)  gives  for  the 


1  - 


sin2  9i 


■yjn2  —  sin2  0j. 


(3-40) 


perpendicular  case:  rperp  =  —  = 

Ei 


cos 0j-^/n2-sin2  6; 
cos 6j+^/n2-sin2  9i 


(3-41) 
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(3-42) 


And  parallel  case:  rpara  —  —  — 

Ei 


-n2* cos  Oi+yjri2- sin2 
n2*c os  Oi+^jn2- sin2  0; 


Figure  5  shows  these  functions  plotted  versus  the  angle  of  incidence. 


Reflectivity 


Figure  5.  Reflection  and  coefficients  versus  incident  angle  of  perpendicular  and 
parallel  components  of  the  electric  field  for  glass  with  an  index  of  refraction  =  1.5. 


These  ratios  of  the  electric  field  amplitudes  are  not  measureable  quantities  due  to  the 
rapid  oscillation  of  the  electric  field  vector.  To  define  a  measureable  quantity,  the 
Poynting  vector,  S  —  c2e0E  xB,  which  defines  the  power  per  unit  area  in  vacuum 
whose  normal  is  parallel  to  S,  needs  to  be  incorporated  [1].  In  addition,  the  time  average 
of  the  Poynting  vector  gives  irradiance  or  the  radiant  flux  density  (W/nT).  Also,  the  ratio 
of  two  radiant  flux  densities  is  defined  to  be  reflectance,  denoted  by  R,  or  transmittance 
denoted  by  T. 

IrA  cos  9r  Ir  Ir  cos  6t  (3-43) 

R  — - =  —  and  T  = - . 

ItA  cos  It  It  cos  9t 
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Relating  the  reflectance  to  reflectivity  requires  using  the  Poynting  vector.  Since  B  —  — , 
S  reduces  to 


(S)  =  CfEZ  =  I,  0-44) 

(3-45) 

Figure  6  illustrates  how  the  reflectance  of  glass  depends  upon  the  incident  angle.  Around 
55  degrees,  the  parallel  component  reaches  zero.  As  a  result,  reflected  light  will  be 
completely  polarized. 


Reflectance 


Figure  6.  Reflectance  values  for  perpendicular  and  parallel  components  of  the 
electric  field  versus  incident  angle. 

For  material  in  the  limit  where  the  complex  part  of  the  index  of  refraction  is  zero,  these 
equations  hold  true.  However,  when  the  complex  part  cannot  be  ignored,  typically  for 
metals,  these  equations  need  slight  modification.  Inserting  the  expression  for  the  complex 
index  of  refraction,  equation  (3-4),  into  the  solution  for  the  wave  equation  for  the  electric 
field  we  get:  for  the  perpendicular  component  of  the  electric  field  vector, 
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(3-46) 


Er  cos  9  —  yj(n\  —  nj  —  sin2  9t )  +  i(2nRn ,) 
Ei  cos  9  +  yj(n\  —  nj  —  sin2  9t )  +  i(2nRn,) 


and  for  the  parallel  component  of  the  electric  field  vector, 

Er  —  [(nj,  —  nj)  +  i(2nRn,)]  cos  9  —  —  nj  —  sin2  9t)  +  i(2nRnj)  (3-47) 

Ei  [(n|  —  nj)  +  i(2nRn,)]  cos  9  +  yjinj  —  nj  —  sin2  9t)  +  i(2nRn,) 


Figure  7  shows  the  spectral  dependence  of  Aluminum  for  an  angle  of  incidence  of  80 
degrees.  Aluminum  is  highly  reflective  across  a  wide  spectral  range  for  both 
perpendicular  and  parallel  components.  To  get  a  significant  difference  between  the  two 
components,  large  incident  angles  are  necessary. 


Wavenumber 


Figure  7.  Parallel  and  perpendicular  components  reflected  at  30  and  60  degrees 
versus  wavenumber.  This  shows  the  spectral  dependence  of  the  reflectivity  as  well 
as  the  dependence  on  incident  angle. 

These  relationships  are  based  on  the  electromagnetic  theory  of  light  derived  from 
Maxwell’s  equations.  Measurable  parameters  related  to  unique  refractive  indices  for 
materials  of  interest  have  been  derived  through  the  use  of  Fresnel’s  equations. 
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Polarization 


Natural  light  from  the  sun  is  unpolarized.  This  nomenclature  refers  to  the  random 
orientation  of  the  electric  field  as  it  oscillates,  meaning  there  is  no  preferred  direction  for 
the  electric  field  to  oscillate.  However,  when  natural  light  is  reflected  off  a  surface  or 
scattered  from  particles  in  the  atmosphere,  the  redirected  light  can  become  partially  or 
completely  polarized  as  shown  in  the  previous  section.  A  mathematical  treatment  of 
polarization  decomposes  the  electric  field  into  x  and  y  components  that  oscillate 
transversely  to  the  direction  of  travel.  The  key  to  determining  the  polarization  of  a 
traveling  wave  is  the  phase  difference  term,  £,  in  equation  (3-1).  When  there  is  a  multiple 
of  n  phase  difference  between  the  x  and  y  components  of  the  electric  field,  the  light  is 
said  to  be  linearly  polarized.  If  a  7t/2  phase  difference  is  present,  the  light  is  said  to  be 
circularly  polarized  because  the  ‘lag’  that  exists  between  the  two  components  generates  a 
circular  pattern  as  the  light  propagates.  Any  other  phase  difference  produces  an 
elliptically  polarized  beam. 

Stokes  Parameters  and  Vectors 

To  deal  with  the  polarizing  nature  of  reflection  and  refraction  quantitatively,  a 
mathematical  description  of  the  polarization  of  light  can  be  given  by  four  Stokes 
parameters  and  a  Stokes  vector  comprised  of  the  parameters.  The  four  states  of 
polarization:  unpolarized,  linear,  circular,  and  elliptical,  can  be  described  using  vector 
notation.  With  four  elements,  the  Stokes  parameters  capture  all  the  different  polarization 
states  with  which  an  electromagnetic  wave  can  propagate.  These  four  elements  can  be 
described  in  various  ways.  By  measuring  transmitted  irradiance  through  a  polarizing 
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element,  the  following  irradiances  can  be  measured,  I0> 190  1 45,  /135  7i(  and  Ir  where  the 
subscript  refers  to  the  orientation  of  the  polarizing  element.  70  and  790  correspond  to 
vertical  and  horizontal  polarization,  745  and  /135  correspond  to  components  oriented  at 
+45  degrees,  and  /;  and  Ir  correspond  to  left  and  right  circular  polarizations.  The  Stokes 
parameters  can  be  related  to  the  following  way  in  a  Cartesian  basis, 


So  —  (Eqx  )  +  (Eq y  ) 

(3-48) 

Si  =  (E0X2)  -  (E0y2) 

(3-49) 

S2  —  (2 ExEy  cos  e) 

(3-50) 

S3  =  (2 ExEy  sin  e). 

(3-51) 

where  e  is  the  phase  difference  between  components,  the  ( )  brackets  indicate  a  time 
average,  S0  is  the  incident  irradiance  of  the  wave.  indicates  the  amount  of  horizontal 
or  vertical  linear  polarization,  S2  indicates  the  amount  of  linear  polarization  oriented  at  + 
45°  and  —45°  to  the  vertical  axis,  and  S3  indicates  the  difference  in  right-handedness  and 
left-handedness  of  elliptical  or  circular  polarizations  [1].  The  following  inequality 
expresses  the  relationship  between  all  the  parameters 

Sq  >  Si  +  Sf  +  Sf.  (3-52) 

Two  important  expressions  for  remote  sensing  follow  from  this  expression.  First  is  the 
degree  of  polarization  which  is  expressed  by 
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DOLP  = 


(3-54) 


S0 

Simplifying  the  four  Stokes  parameters  into  a  4  X  1  column  vector  yields  Stokes  vector. 


\S0 1 

-(E0x2)  +  (E0y2Y 

Si 

(E0X2)  -  (E0y2) 

s2 

(2ExEy  cos  e) 

-S3- 

(2 ExEy  sin  e) 

This  vector  can  be  normalized  by  dividing  by  the  total  intensity  S0.  By  doing  this,  table  2 
describes  the  polarization  states  for  a  number  of  states. 


Table  2.  Stokes  Vectors  representing  ideal  polarization  states. 


Polarization  State 

Stokes  Vector 

Horizontal 

1 - 1 

O  O  M' 

1 _ 1 

Vertical 

'  1  ' 
-1 
0 

.  0  . 

Linear  +45 

T 

0 

1 

.0. 

Linear -45 

'  1  ' 
0 

-1 

.  0  . 

Left  circular 

'  1  ' 
0 

0 

-1. 
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Right  circular 

i - 1 

O  O  M' 

i _ i 

Random 

O  O  O  M'' 

1 _ 1 

Using  Stokes  parameters  and  vectors  as  a  mathematical  description  of  remote  sensing 
measurement  is  incorporated  into  the  measurements  made  in  this  research  effort.  This 
approach  has  broad  application  across  numerous  fields  of  study. 

Mueller  matrices 


In  order  to  provide  a  quantitative  analysis  of  spectropolarimetric  measurements,  a 
mathematical  formalism  is  required.  This  formalism  can  be  accomplished  with  two 
methods,  Jones  and  Mueller  calculus.  These  are  two  mathematical  methods  for 
describing  the  polarization  state  of  light  and  how  that  polarization  can  change  as  it 
interacts  with  matter  [7,  8,  10,  14,  17,  24,  34].  The  Mueller  matrix  approach  will  be 
detailed  in  this  section. 


The  Stokes  vector  can  be  normalized  by  dividing  by  the  total  irradiance  S0, 


S  = 


\S0] 

r 

Si 

s2 

=  So 

51 

52 

UJ 

S3. 

(3-56) 


where  S0,  the  first  element  of  the  Stokes  vector,  is  the  only  quantity  that  can  be  measured 
directly  with  an  experiment.  The  transformation  of  the  polarization  state  of  an  EM  wave 
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incident  on  a  polarization  element  is  described  by  the  Mueller  matrix  M,  which  is  a  four- 


by-four  matrix  of  real  values 


mn 

m12 

m13 

mir 

M  = 

m2i 

m22 

m23 

m24 

m31 

"*32 

m34 

jn  i4 

m42 

m43 

m44 

(3-57) 


The  effect  of  an  element  on  an  incident  polarization  state  is  found  by  multiplying  the 


Mueller  matrix  of  the  element  or  system  M  by  the  incident  Stokes  vector. 


Sout  =  MsysSinc.  (3-58) 

The  output  units  are  in  intensity,  the  Mueller  matrix  elements  themselves  are 
dimensionless  quantities  between  -1  and  1. 


For  many  optical  elements  in  a  system,  the  effect  can  be  found  by  multiplying  the 
Mueller  matrices  of  the  individual  elements  in  the  order  that  the  light  encounters  them. 


n 

Mtotal  =  n  Mn  =  Mn Mn — 1  -Ml- 
i= 1 


(3-59) 


The  Mueller  matrix  for  a  polarization  element  rotated  by  an  angle  9  perpendicular  to  the 


incident  beam  is  given  by  the  matrix  coordinate  transformation 


W)  = 


T 

0 

0 

.0 


0 

cos  26 
—  sin  26 
0 


0  O' 
sin  26  0 

cos  26  0 

0  1. 


(3-60) 


This  matrix  is  applied  in  the  order 


M(6)  =  R(-6)MR(6 ), 


(3-61) 
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where  M  is  the  Mueller  matrix  of  the  polarizer.  Table  3  is  several  sample  Mueller 
matrices  for  simple  polarizing  elements.  The  Vi  in  front  of  these  matrices  comes  from  the 
complete  extinction  of  the  orthogonal  polarization. 


Table  3.  Mueller  matrices  for  ideal  polarizing  elements. 


Non  polarizing 

T  0  0  O' 
0  10  0 
0  0  10 
.0  0  0  1. 

Completely  depolarizing 

1/2 

1  0  0  0' 

0  0  0  0 

0  0  0  0 

.0  0  0  0. 

Vertically  and  Horizontally 

1/2 

'  1  ±1  0  O' 

±110  0 
0  0  0  0 
.  0  0  0  0. 

Linear  ±45 

1/2 

'  1  0+10' 

0  0  0  0 

±10  10 
.  0  0  0  0. 

Left  and  Right  circular 

'  1  0  0  ±r 

0  0  0  0 

0  0  0  0 
+  10  0  1  . 

Optical  devices  have  inherent  polarization  preferences  which  result  in  measurement 
errors.  These  inaccuracies  can  be  accounted  for  by  measuring  and  calculating  the 
Mueller  matrix  elements  for  an  optical  device  and  applying  them  using  Mueller  calculus 
to  polarization  sensitive  measurements. 

Optical  Surfaces 
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The  previous  discussion  of  Fresnel  reflectance  is  based  upon  ideally  smooth  surfaces. 
Including  models  for  surface  parameters  that  affect  reflected  and  emitted  light  greatly 
changes  the  phenomena  observed  by  remote  sensing  techniques.  There  are  two  major 
types  of  reflection,  specular  and  diffuse.  Specular  reflection  occurs  when  all  incident 
light  is  reflected  according  the  law  of  reflection,  and  diffuse  reflection  evenly  distributes 
incident  light  into  all  angles. 

Bidirectional  Reflectance  Distribution  Function  (BRDF) 

Application  of  the  BRDF  and  polarimetric  BRDF  (pBRDF)  goes  beyond  the  scope  of 
the  research  presented  in  this  thesis,  but  a  brief  overview  is  included  for  completeness.  In 
the  examples  given  earlier  detailing  Fresnel  reflectance,  the  magnitude  of  the  reflectance 
was  determined  solely  by  the  material  property,  namely  the  complex  index  of  refraction 
and  the  angle  of  incidence.  These  examples  only  apply  to  ideal  smooth  surfaces.  To 
achieve  a  more  realistic  example,  surface  imperfections  must  be  included  in  modeling. 
This  is  accomplished  in  a  statistical  manner  by  assigning  a  Gaussian  distribution  to  the 
parameters  associated  with  micro  surfaces.  Allowing  for  Fresnel’s  equations  to  still  be 
applied  on  a  smaller  scale,  and  averaged  over  the  distribution  gives  a  more  accurate 
picture  of  real  reflections.  To  illustrate  the  differences  in  the  types  of  reflections,  figure  8 
shows  how  incident  light  gets  reflected  for  three  different  surface  types. 
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Figure  8.  From  left  to  right:  Specular  reflection,  nearly  specular,  and  completely 
diffuse  reflection. 

A  good  example  of  specular  reflection  is  a  metal  mirror  and  an  example  of  a 
diffuse  reflector  would  be  a  painted  wall.  The  BRDF  quantifies  the  radiance  scatter  into 
all  direction  from  a  source  above  the  material  of  interest.  The  equation  for  the  BRDF  is 
in  units  of  [sr-1]  and  is  given  by 


/r(0i,0£,0r,0r,/ l) 


dLr(9r,  0r) 
dE  (0j,  0j) 


(3-62) 


where  Lr  is  the  surface  leaving  spectral  radiance  [  ,  W - 1  and  E  is  the  spectral 

VmA*sr*nm\ 

irrandiance  The  geometery  associated  with  these  measurements  is  displayed  in 

Figure  9  below. 


Figure  9.  The  BRDF  geometry  is  characterized  by  four  angles  corresponding  to  the 
incident  and  reflected  light  in  planes  perpendicular  and  parallel  to  the  surface. 
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If  emission  in  the  LWIR  is  desired  over  reflectance  at  shorter  wavelengths,  then 
Krichoff  s  law  can  be  used  which  relates  emission  and  reflection  by  the  following 
equation  for  surface  in  thermal  equilibrium 

s  —  1  —  r.  (3-63) 

Using  this  relationship,  the  BRDF  models  developed  for  reflectance  can  be  adapted  for 
the  thermal  infrared.  Additional  effects  such  as  shadowing  and  obscuration  due  to  the 
heights  of  the  surface  roughness  features  can  be  incorporated  to  improve  accuracy  but  are 
second  order  effects.  The  BRDF  model  simply  quantifies  the  ratio  of  incident  EM 
radiation  to  the  reflected  portion. 

Polarization  can  be  incorporated  into  the  BRDF  model.  The  polarization  BRDF 
(pBRDF)  includes  a  polarized  specular  component  and  an  unpolarized  volume 
component  [25].  The  polarized  component  of  the  BRDF  is  comprised  of  a  4  x  4  Mueller 
matrix  while  the  unpolarized  component  is  a  scalar  value  [15].  In  order  to  account  for  the 
specular  component,  a  statistical  distribution  of  a  Fresnel  reflection  Mueller  matrix  is 
used  to  describe  the  micro  surfaces  associated  with  a  material.  Figure  10  shows  how 
incoming  parallel  rays  get  reflected  in  a  distribution  of  direction  due  to  the  different 
slopes  of  the  microfacets. 
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Figure  10.  Graphic  showing  how  parallel  incoming  rays  of  light  interact  with  a 
rough  surface.  Each  micro  facet  is  governed  by  Snell's  law.  Depending  of  the  angle 
of  incidence  and  slope  of  the  micro  facet,  the  reflected  light  will  be  diffuse. 

A  common  Gaussian  distribution  is  often  used  to  statistically  describe  the  spread  in 
surface  slopes  and  roughness.  This  distribution  of  surfaces  has  an  impact  on  the  DOLP 
observed.  For  a  Gaussian  distribution,  the  ratio  of  a  rough  surface  to  a  smooth  surface’s 
DOLP  is  given  by 


P  (rough) 
P(smooth) 


-(-=2+-)  —  er 

ml  Kml  2y  2 


er/c(— )  [2], 

m0 


(3-65) 


This  ratio  lowers  the  theoretical  DOLP  of  a  smooth  surface  based  on  the  value  of  the 


surface  parameter.  For  a  given  surface  roughness  parameter  m0,  which  is  the  root  mean 
squared  (RMS)  of  the  micro  facet  slopes,  figure  1 1  shows  how  the  DOLP  is  altered. 
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Figure  11.  DOLP  for  glass  for  three  different  RMS  values  for  surface  roughness 
showing  the  decreasing  DOLP  for  rough  surfaces  for  all  incident  angles. 

Multiple  layers 

At  every  change  in  index  of  refraction,  some  light  will  undergo  a  reflection.  For  a 
thin  absorbing  material  on  the  surface  on  a  reflecting  material,  the  air-to-thin-layer 
interface  will  cause  reflections  between  the  bottom  material  and  the  air-to-thin-layer 
interface  as  shown  in  figure  12.  The  summation  of  the  EM  radiation  that  is  reflected  off 
the  top  thin  layer  and  reflected  multiple  times  off  the  bottom  layer  can  be  summed  in 
apparent  reflection.  R12  is  the  reflection  from  the  top  layer,  the  refractive  index  of  air  is 
assumed  to  be  one.  R2 1  is  equal  to  R12,  and  R23  is  the  reflection  from  the  change  in 
index  from  the  thin  layer  and  bottom  layer.  This  apparent  reflectance  is  given  by 


(4-9) 


where  /?  is  the  absorption  coefficient  for  the  material  defined  as 
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(4-10) 


2nn?  hcos  9? 

?=  A  ~ 

The  above  equations  are  for  absorbing  materials,  and  can  be  extended  to  include 
polarization  by  incorporating  the  Fresnel  reflections  for  each  surface. 

Extending  this  model  to  include  polarization  Fresnel’s  equations  can  be  applied  to 
both  layers.  An  example  will  be  given  for  an  Aluminum  surface  with  a  thin  layer  of 
Aluminum  Oxide  on  top  due  to  the  relevance  to  the  research  conducted.  DOLP  is  a 
function  of  incident  angle,  and  the  refraction  from  the  oxide  layer  changes  the  incident 
angle  for  the  aluminum  surface.  The  reflected  perpendicular  and  parallel  electric  field 
vectors  can  be  generated  using  the  same  methods  that  derived  equation  (4-9). 

Vector  addition  of 
reflection  from  top 
surface  with  the 
refracted  reflection  from 


Figure  12.  Combination  of  reflections  for  thin  layer  of  oxide  on  top  of  aluminum 
surface. 
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Pure  aluminum  oxidizes  in  the  atmosphere  causing  a  thin  layer  of  aluminum  oxide 
to  build  up  on  the  surface.  Typically,  this  is  very  thin,  approximately  tens  of  nanometers 
thick  [38].  Aluminum  oxide  is  a  dielectric,  making  the  imaginary  component  of  the 
refractive  index  nearly  zero.  As  a  result,  the  thin  top  layer  does  not  absorb  any  of  the  EM 
radiation.  Figure  13  is  real  part  of  the  index  of  refraction  and  reflective  properties  for 
aluminum  oxide  [ Al203 ] 
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Figure  13.  DOLP  for  Aluminum  Oxide  at  incident  angle  of  40  degrees.  While  this 
DOLP  is  high  compared  to  pure  Aluminum,  only  a  small  fraction  contributes  to  the 
total  DOLP. 
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Figure  14.  DOLP  of  Aluminum  with  a  layer  of  Aluminum  Oxide  on  top  at  an 
incident  angle  of  40  degrees.  The  layer  of  Aluminum  Oxide  is  50  nm. 

Aluminum  Oxide  by  itself  can  produce  a  high  reflected  DOLP  compared  to  Aluminum. 
However,  since  it  is  a  non  absorbing  material,  most  of  the  light  is  transmitted  through  the 
thin  layer.  As  a  result,  the  reflective  components  from  the  thin  layer  are  small  compared 
to  the  reflective  components  from  the  Aluminum  layer  which  leads  to  a  small  increase  in 
the  DOLP  reflected  which  can  be  seen  above  in  figure  14.  This  show  the  Aluminum 
layer’s  DOLP  to  be  the  dominate  factor  in  the  two  layer  model  with  a  thin  dielectric 
surface. 

Fourier  Transform  Infrared  Spectrometers  (FTIR) 

There  are  several  methods  for  obtaining  spectral  information.  Most  use  a 
dispersive  element  or  grading  to  separate  the  wavelengths  of  light.  However,  the  Fourier 
transform  spectrometer  is  based  on  the  Michelson  interferometer  which  has  several 
advantages  [16].  For  example,  incoming  light  is  split  in  two  directions  by  a  beam  splitter, 
reflected  and  recombined  on  a  detector.  The  path  length  of  the  moving  mirror  determines 
the  spectral  resolution,  which  is  much  shorter  than  the  equivalent  size  of  a  prism.  This 
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gives  FTIRs  an  inherent  broadband  capability.  Based  upon  the  material  used  in  the 
detector  array,  the  spectral  range  can  cover  from  the  visible  to  LWIR. 

Core  to  the  operation  of  a  FTIR  is  a  Michelson  based  interferometer.  As  light 
enters  the  instrument,  one  mirror  is  fixed  while  the  other  scans  creating  an  optical  path 
length  difference  (OPLD)  between  the  two  mirrors  as  shown  in  figure  15. 


fixed  mirror 


Figure  15.  Michelson  Interferometer 

All  wavelengths  entering  the  interferometer  will  then  either  constructively  or 
destructively  interfere  based  upon  wavelength  and  OPLD.  This  creates  what  is  called  an 
interferogram  at  detector.  Spectral  information  is  retrieved  by  taking  the  Fourier 
transform  of  the  interferogram. 

In  order  to  know  precisely  where  the  moving  mirror  is  at  all  times,  a  Helium- 
Neon  laser  which  operating  at  15798  cm-1 ,  is  used  in  the  Bomem  FTIR.  This 
monochromatic  light  source  generates  a  sinusoidal  interferogram  that  is  detected  and 
converted  into  a  digitized  form  to  monitor  the  OPLD.  This  fringe  pattern  is  used  to 
trigger  an  analog-to-digital  conversion  to  sample  the  signal.  When  the  fringe  crosses 
zero,  in  either  positive  or  negative  direction,  the  sampling  is  triggered.  If  the 
interferogram  is  sampled  more  frequently  than  the  HeNe  wavelength,  that  is  called 
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oversampling.  This  is  useful  when  light  collected  by  the  detector  is  outside  of  the 
spectral  range  of  interest.  If  the  full  wavelength  of  the  He-Ne  laser  is  used  to  sample  the 
data,  only  half  of  the  full  spectral  range  of  the  FTIR  will  be  used.  To  sample  the  full 
spectral  range,  oversampling  needs  to  be  turned  on,  and  half  of  the  He-Ne  wavelength 
needs  to  be  used  to  process  the  spectral  data.  If  not,  the  spectral  information  collected  at 
wavenumbers  below  half  the  He-Ne  wavelength  will  be  mirrored.  Figure  16  shows  the 
correct  spectrum  with  oversampling  on. 
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Figure  16.  Raw  measurement  of  a  Spectralon  integrating  sphere  with  oversampling 
on  using  half  the  He-Ne  wavelength  removing  the  symmetry  in  the  NIR. 

At  zero  path  length  difference  (ZPD),  all  wavelengths  of  light  entering  the  FTIR 
constructively  interfere  which  corresponds  to  a  spike  in  the  middle  of  the  interfereogram. 
In  order  to  establish  a  zero  path  difference,  the  instrument  contains  a  white-light  source  to 
generate  the  spike  in  the  interfereogram  which  sets  the  ZPD. 

The  inherent  advantages  designed  into  FTIR  spectrometers  make  them  ideal  for 
collecting  polarimetric  signals,  because  of  their  broadband  capability.  In  order  to 
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accurately  measure  the  spectra  phenomena,  calibration  must  be  performed.  Calibration 


of  a  radiometer  is  based  on  a  linear  instrument  response  as  shown  in  figure  17. 

▲ 

Scene  Spectral 
Radiance 


Spectral  Power  at  Detector 

Figure  17:  Linear  relationship  between  the  scene  spectral  radiance  and  the  power  at 
the  detector.  Where  the  power  crosses  the  x-axis  is  below  the  instruments  spectral 
response. 

The  instrument  is  assumed  linear,  i.e.  the  signal  out  of  the  detector  is  proportional  to  the 
power  reaching  it.  Two  distinct  calibration  sources  are  necessary  so  that  radiant  power 
arising  from  within  the  instrument  can  be  distinguished  from  that  of  the  source  while  also 
determining  the  response  function.  The  measured  radiance  can  be  described  by  the 
following  expression 

S measured.  O)  =  G{p)[L  source  O)  +  L offset  O)],  3-66 

where  o  is  the  wavenumber,  Smeasured  is  the  measured  spectrum,  G  (er)  is  the  response 
function  of  the  instrument  or  gain,  Lsource  is  the  scene  radiance,  and  L0ffSet  is  due  to  any 
background  or  offset.  In  order  to  determine  Lsource(a) ,  solving  a  system  with  two 
unknowns  requires  making  two  measurements  of  a  known  source.  By  measuring  the 
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radiance  from  a  blackbody  at  two  different  temperatures  this  can  be  accomplished.  The 
solutions  for  the  gain  and  offset  terms  are  as  follows 


G  O)  = 


S Hot  SCold 
L Hot  Lcold 


3-67 


Hot  '  SCold  Lcoid  '  Stfot 


3-68 


■'offset 


SHot  Scold 

After  making  these  measurements,  the  gain  and  offset  can  be  applied  to  measured 
spectrum  by 


,  %  ^measured  O)  T 

-O)  =  - - Lr 


3-69 


GO)  ~ offset ‘ 

In  practice,  thermal  instrument  drift,  non  ideal  sources,  and  other  sources  of  error  limit 
the  accuracy  of  this  calibration  method.  In  order  to  make  accurate  spectropolarimetric 
measurements,  these  calibration  efforts  are  important. 


Summary 


For  all  remote  sensing  applications,  it  is  important  to  know  fundamentally  how 
photons  are  generated  from  a  source,  interact  with  matter,  transfer  through  the 
atmosphere  to  an  instrument,  and  how  the  instrument  manipulates  the  final  signal.  By 
understanding  the  wave  nature  of  light,  and  how  that  light  behaves  upon  reflection  or 
emission,  valuable  information  can  be  obtained  from  targets  of  interest.  Using 
mathematical  techniques  pioneered  by  Stokes  and  Mueller,  processing  measureable 
quantities  is  possible.  Finally,  understanding  the  limitations  and  operation  of  how 
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spectrometers  alter  and  process  EM  signals  is  critical  to  understanding  the  information 
collected. 
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IV.  Spectropolarimetric  methodology  and  FTIR 
measurements  of  aluminum  and  glass 


Introduction 

This  chapter  details  the  method  employed  to  infer  the  DOLP  from  three  samples 
and  the  results  of  those  measurements.  The  procedure  for  relative  polarimetric 
calibration  is  detailed  along  with  the  limitations  of  this  method.  Limitations  of  the 
equipment  used  are  also  addressed.  The  experimental  set  up  is  described  in  detail  along 
with  the  procedure  for  ensuring  accurate  alignment. 

Relative  Intensity  Polarimetric  Calibration 

Each  reflection  from  and  transmission  through  an  optical  element  contributes  to  a 
polarization  preference  in  the  FTIR.  This  effect  in  the  FTIR  is  substantial  and  must  be 
accounted  for.  Figure  16  shows  the  polarization  preference  of  the  Bomem  FTIR 
spectrometer  with  a  Thorlabs  ZeSn  wire  gird  polarizer.  The  spectral  range  of  this 
polarizer  is  2-20  pm  or  500-5000  wavenumber  (cm-1)  and  extinction  ratio  of  105  at  3 
pm  and  increases  with  wavelength.  These  measurements  were  taken  using  a  wide  area 
blackbody  and  the  raw,  uncalibrated  was  data  averaged  over  the  spectral  range  of  interest 
for  this  experiment  (4000-1000  cm-1).  Each  orientation  of  the  polarizer  was  divided  by 
the  intensity  measured  with  the  polarizer  at  zero  degrees  because  that  is  the  minimum. 
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Figure  18.  Measurements  of  a  wide  area  blackbody  through  a  wire  grid  polarizer 
rotated  by  10  degree  increments  with  a  Bomem  254  FTIR  spectrometer.  The 
polarization  response  is  plotted  as  a  function  of  angle  showing  a  maximum  90 
degrees  which  indicates  that  the  FTIR  has  a  high  transmission  for  electric  field 
oriented  in  that  direction.  Deviations  from  Malus’  Law,  shown  with  a  phase  shift, 
indicate  a  higher  transmission  of  light  at  the  corresponding  polarization  orientation. 


Malus’  Law,  shown  below  in  figure  19,  predicts  the  intensity  through  a  fixed 
polarizer  (effectively  the  optics  within  the  FTIR)  and  a  rotating  polarizer  and  is 
proportional  to  cosine  squared.  Measuring  this  effect  over  a  360  degree  period  repeats  the 
pattern  over  180  degrees  indicating  that  there  is  no  difference  between  measurements 
taken  180  degrees  apart.  There  is  a  slight  asymmetry  in  the  measured  data  which 
indicates  a  drift  in  calibration  of  the  time  period  of  the  measurements  taken.  This  matter 
is  addressed  later  in  this  section. 
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Figure  19.  Malus'  law  showing  the  change  in  intensity  through  two  polarizers  as  one 
is  rotated.  This  affect  is  analogous  to  using  a  wire-grid  polarizer  and  a  FTIR 
spectrometer  where  the  FTIR  is  a  fixed  polarizing  element. 

Rotating  a  wire-grid  polarizer  while  looking  at  an  unpolarized  source,  such  as  a  wide-area 
blackbody  or  an  integrating  sphere,  provides  the  information  necessary  to  compensate  for 
the  polarization  preference  inherent  in  the  FTIR.  This  measurement  also  incorporates  the 
transmission  and  extinction  ratio  of  the  polarizer.  This  is  accomplished  with  the  simple 
set  up  shown  in  figure  20. 


Figure  20.  Polarimetric  Calibration  Set  Up 
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Treating  the  polarizer  and  FTIR  as  one  instrument,  each  polarizer  orientation  is 
effectively  a  different  instrument  due  to  the  combination  of  polarized  light  passed  by  the 
polarizer  and  the  inherent  preference  of  the  FTIR.  Therefore,  each  of  these  polarizer 
orientations  has  different  transmission  associated  with  them  which  are  a  function  of 
wavelength.  This  procedure  can  be  extended  to  include  circular  polarization  by  adding  a 
quarter  wave-plate  between  light  source  and  wire  grid  polarizer  [8].  Circular  polarization 
can  be  ignored  in  this  experiment  because  the  emitted  circular  polarization  from  the 
integrating  sphere  is  negligible.  There  should  be  no  linear  polarization  preference  for 
black  bodies  or  integrating  spheres  either.  To  test  this  assumption,  a  FLIR  imaging 
camera  was  used  to  measure  the  relative  intensities  measured  for  four  different 
orientations  of  the  wire  grid  polarizer.  Table  4  shows  these  results. 


Table  4.  Polarimetric  biases  of  the  FLIR  imager.  These  measurements  indicate  a 
polarized  emission  of  2-4  percent  relative  to  the  intensity  measured  with  the 
polarizer  at  zero  degrees. 


45  Degrees 

90  Degrees 

135  Degrees 

Relative  intensity  to 

degree  =  0 

1.02 

0.97 

0.96 

Self  emission  fluctuations  from  the  FTIR  can  cause  significant  errors  in  the 
calibration.  This  occurs  for  two  reasons:  first,  changes  in  the  beam  splitter  temperature 
cause  an  expansion  in  the  material  which  results  in  a  difference  in  path  length;  second, 
changes  in  the  temperature  affect  the  amount  of  self  emission  that  results  in  an  offset  to 
the  calibration.  Even  after  several  hours  of  operation,  the  Bomem  FTIR  does  not  come  to 


54 


a  stable  temperature.  The  data  collected  in  figure  17  was  collected  by  recording  the  beam 


splitter  temperature  over  three  hours  of  operation  at  regular  intervals. 


Figure  21.  Temperature  variation  in  the  beam  splitter  versus  minutes  of  operation. 
Showing  that  the  instrument  does  not  come  to  a  steady  state. 


This  effect  is  mitigated  by  collecting  data  outside  the  spectral  range  of  the  Bomem’s  self 
emission  or  by  leaving  the  machine  on  overnight  to  reach  a  more  stable  operating 
temperature  of  54  degrees  Celsius.  Spectropolarimetric  data  is  analyzed  in  the  1  to  2.5 
micron  range  or  4000  to  10000  wavenumbers  for  this  reason.  Figure  22  shows  the 
relative  intensity  of  the  self  emission  of  the  FTIR.  The  instrument  does  not  have  a 
response  below  1800  wavenumbers. 
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Figure  22.  Self  emission  of  Bomem  FTIR.  This  black  body  like  emission  changes  as 
a  function  of  the  instrument's  temperature  which  changes  enough  over  the  time 
scales  of  the  data  collection  to  be  a  significant  source  of  error  at  wavenumbers  below 
3200  cm  1 .  The  dip  at  2300  wavenumber  is  due  to  C02  absorption. 

Accounting  for  the  polarization  preference,  changing  self  emission  of  the  instrument,  and 


thermal  expansion  of  the  beamsplitter  must  be  accounted  for  to  make  accurate 


spectropolarimetric  measurements. 


Relative  Polarimetric  Calibration  Data  Collection 


Polarization  biases  are  functions  of  wavelength  because  the  transmission, 
reflection,  emission,  and  absorption  of  the  optical  elements  within  the  FTIR  are  also 
wavelength  dependent.  To  measure  the  Stokes  parameters  in  this  experiment,  four 
measurements  are  needed.  By  measuring  the  intensity  of  a  constant  light  source  through 
a  polarizer  at  four  different  orientations,  0,  45,  90,  and  135  degrees,  the  spectro- 
polarization  preferences  can  be  accounted  for  and  applied  to  remove  the  polarimetric 
response  of  the  instrument.  This  measurement  is  defined  in  the  following  way 
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Ye  (a)  =  B0(ff)G(ff)(L(ff)  +  0(a))  (4-1) 

where  Y  is  the  raw  signal,  0  denotes  the  orientation  of  the  polarizer,  B  is  the  polarimetric 
bias,  G  is  the  instrument  gain,  L  is  the  emission  of  the  light  source,  O  is  the  offset  due  to 
self  emission  of  the  instrument,  and  a  represents  wavenumber.  Making  measurements 
above  4000  wavenumbers  eliminates  the  offset  and  simplifies  the  equation  to 

ye(a)  =  B0(a)G(a)L(a).  (4-2) 

By  taking  the  ratio  between  two  polarizer  orientations,  the  instrument  gain  and  light 
source  cancel,  and  the  polarimetric  bias  for  that  orientation  is  determined.  Setting  the 
bias  for  the  polarizer  orientation  at  zero  degrees  to  equal  one  allows  for  all  other  angles  to 
be  made  relative  to  that  measurement 

*e(o~)  _  Be(a)G(a)L(o r)  _  B0(a)  (4-3) 

Yg= o(o-)  B0=o(a)G(cr)L(<7)  1 

Using  these  measurements,  a  relative  polarimetric  calibration  can  be  achieved  if  the 
instrument  gain,  polarimetric  bias,  and  light  source  are  stable. 

Since  the  degree  of  linear  polarization  is  a  measurement  of  relative  intensity,  the 
ratio  of  these  measurements  can  be  applied  to  scale  the  same  four  measurements  when 
measuring  a  polarized  scene.  For  example,  determining  the  bias  for  the  FTIR  and 
polarizer  at  90  degrees,  the  signal  measured  at  that  polarizer  position  is  divided  by  the 
signal  measured  with  the  polarizer  oriented  at  zero  degrees.  The  same  procedure  is 
followed  with  polarizer  positions  at  45  and  135  degrees,  and  the  biases  (B)  are  defined  in 
the  following  way 
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(4-3) 
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where  Y  is  the  measurement  described  in  equation  (4-2).  These  ratios  are  wavelength 
dependent  and  therefore  allow  corrections  over  the  spectral  range  where  instrument  self 
emission  is  not  a  problem.  Figure  23  shows  the  spectral  dependence  of  these  relative 
ratios  of  the  polarimetric  preference  of  the  Bomem  FTIR. 
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Figure  23.  Relative  polarimetric  bias  measurements  showing  the  difference  in  intensity 
while  measuring  a  constant  source.  These  spectrally  dependent  ratios  must  be  applied  to 
spectropolarimetric  measurements  to  remove  the  polarization  preference  of  the  FTIR. 
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To  correct  for  the  polarization  bias  for  the  DOLP  calculation,  the  calculated  bias  is 
applied  to  the  appropriate  measurement  to  remove  polarization  bias  of  the  FTIR.  DOLP 
is  measured  by 
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Jsl  +  sf 

(4-4) 

DOLP  =  ^  1  2 

Where  S0,  Slt  and  S2  are  the  Stokes  parameters  which 

are  measured  in  the  following 

way, 

So  —  L  90  +  L  o 

(4-5) 

Si  —  L90  —  L0 

(4-6) 

S?  —  Li 


where  L  is  the  polarimetrically  calibrated  signal  measured  at  the  four  different  polarizer 
positions.  Since  DOLP  is  a  relative  measurement,  absolute  radiometric  calibration  is  not 
needed.  With  an  ideal  polarizer,  S0  captures  both  components  of  the  electric  field  in  the 
plane  of  oscillation,  while  S^nd  S2  measure  the  amount  of  linear  polarization  by  taking 
the  difference  of  the  electric  field  components.  Figure  24  shows  the  second  Stokes 
parameters  for  data  collect  from  the  Aluminum  target  at  40  degrees  incident.  The 
polarimetrically  calibrated  signal  measured  at  45  and  135  degrees  are  nearly  equal 
making  S2  negligible. 
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Figure  24.  The  first  plot  raw  signal  measured  and  the  second  is  the  polarimetrically 
calibrated  signal  of  the  integrating  sphere  reflected  off  Aluminum  with  the  polarizer 
oriented  at  45  and  135  degrees.  These  generate  the  second  Stokes  parameter  and  in 
the  third  plot  which  is  nearly  zero. 

With  the  second  Stokes  parameter  negligible,  the  DOLP  calculation  simplifies  to 


DOLP  = 


L90  Lq 
L90  +  ^0 


(4-8) 


where  L  is  the  raw  signal.  Using  the  relative  measurements  defined  in  equations  (4-3)  to 
remove  the  polarimetric  response  of  the  FTIR,  the  polarimetrically  calibrated  DOLP  is 
defined  in  the  following  way 


DOLP  = 


0  /  v 

/b90  yo 


(4-9) 


Where  ^90  and  Y0  is  the  signal  measured  with  the  polarizer  oriented  at  0  and  90  degrees 
and  the  biases  are  defined  in  equation  (4-3).  Equation  (4-9)  represents  a  polarimetrically 
calibrated  measurement  of  the  FTIR. 
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The  polarimetric  response  of  the  FTIR  drifts  with  temperature,  affecting  the 
stability  of  the  polarimetric  calibration.  This  can  be  seen  in  figure  25  where  the  ratio  of 
signal  measured  for  polarizer  orientation  of  0,  45,  90,  and  135  degrees  change  with  beam 
splitter  temperature. 


>■ 


Figure  25.  Polarimetric  calibration  drift  for  different  beam  splitter  temperatures. 
Y0  is  the  raw  measured  spectrum  with  the  polarizer  set  to  zero  degree.  These  plots 
show  the  ratio  of  raw  measurement  taken  for  different  instrument  temperatures. 
This  change  in  calibration  shows  the  instrument  temperature  dependence  of  the 
polarization  bias  of  the  FTIR. 

Each  of  the  measurements  was  made  at  10  minute  increments.  This  drift  in  calibration  is 
attributed  to  the  functionality  of  Michelson  based  interferometers.  Due  to  the  thermal 
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expansion  of  the  beam  splitter,  the  optical  path  length  is  changed  along  with  the  optical 
properties  of  the  material.  This  sensitivity  to  temperature  will  limit  the  overall  accuracy 
of  spectropolarimetric  measurements  made  with  FTIR  instruments.  These  factors 
associated  with  the  polarizer  also  apply  to  the  glass  measurement  made. 

DOLP  data  collection 

To  investigate  the  spectropolarimetric  properties  of  a  material,  the  following 
experimental  set  up  is  used.  An  unpolarized  source  of  light  from  an  integrating  sphere  is 
incident  on  the  target  material.  The  reflected  light  becomes  partially  polarized  upon 
reflection  and  is  passed  through  a  polarizer,  and  finally  into  the  FTIR.  To  avoid  the 
fluctuations  of  the  self  emission  of  the  instrument,  the  spectral  range  of  the  measurements 
was  reduced  to  exclude  that  region.  No  detectable  background  radiance  was  present 
outside  of  the  self  emission  region  which  ensures  that  any  signal  that  enters  the  detector 
is  reflected  from  the  sample.  This  set  up  is  graphically  displayed  in  Figure  26. 
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Figure  26.  Spectro-Polarimetric  Measurement  Set  Up 

Incident  angle  plays  a  strong  role  in  the  reflection  coefficient;  therefore  careful 
measurements  of  the  incident  angle  are  required.  This  was  accomplished  by  inserting  the 
target  material  in  a  mount  attached  to  a  rotatable  plateform  with  two  degree  angular 
measurement  marks.  To  assist  in  alignment,  the  holes  of  the  optics  table  were  used  to 
align  the  center  of  the  target  with  the  entrance  aperture  of  the  FTIR.  Figure  27  shows 
how  the  Aluminum  target  was  aligned  to  the  optics  table  with  two  posts.  The  incident 
angle  is  measured  from  the  normal  to  the  surface  of  the  target.  Due  to  its  size  and  weight, 
the  FTIR  is  kept  in  place  while  the  incident  angle  was  incremented  by  10  degrees.  As  a 
result,  the  integrating  sphere  needed  to  be  moved  by  twenty  degrees  per  measurement  to 
maintain  the  proper  incident  angle  to  the  target  material.  These  angles  were  measured 
using  a  protractor  with  one  degree  markings,  and  aligned  with  the  holes  on  the  optics 
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table  parallel  to  the  center  of  the  target  and  entrance  of  the  FTIR  which  can  be  seen  in 


figures  28  &  29. 


Figure  27.  Squaring  aluminum  plate  with  optics  table  grid. 


Figure  28.  Example  of  alignment  of  integrating  sphere  relative  to  the  optics  table 
grid  at  an  incident  angle  of  80  degrees  relative  to  the  normal  of  the  aluminum 
surface. 
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Figure  29.  Alignment  of  the  center  of  the  integrating  sphere  with  the  intersection  of 
aluminum  and  line  of  sight  with  the  FTIR.  Incident  angle  is  45  degrees. 

Placement  of  the  light  source  is  also  important  to  get  the  correct  angle  of 
incidence.  To  test  if  it  is  in  the  correct  location,  small  rotations  of  the  target  will  change 
the  voltage  detected.  If  the  desired  incident  angle  of  the  target  is  maximizes  the  signal, 
then  the  light  source  is  in  the  correct  position.  If  a  clockwise  rotation  increases  the 
signal,  the  light  source  needs  to  be  moved  to  the  left  relative  to  the  surface  normal  to  the 
target.  If  a  counter-clockwise  rotation  increases  the  signal,  the  light  source  needs  to  be 
move  to  the  right.  Depending  on  distance,  alignment  errors  of  a  centimeter  can  cause 
misalignments  in  incident  angle  of  2-4  degrees  which  can  make  for  significant  errors  of 
DOLP  measurements  at  larger  incident  angles.  This  procedure  is  diagramed  in  figure  30. 
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Figure  30.  Alignment  procedure  for  light  source  to  ensure  proper  intersection  with  FTIR 
line  of  sight. 

By  following  this  alignment  procedure,  the  error  in  incident  angle  alignment  is  estimated 
to  be  less  than  2  degrees. 

For  each  target  angle,  four  spectropolarmetric  measurements  are  made 
corresponding  to  polarizer  positions  of  0,45,90,135  degrees.  These  are  recorded  as 
interferograms  which  are  converted  to  spectrum  by  taking  the  Fourier  transform  of  the 
interferogram.  These  uncalibrated  intensities  represent  the  components  that  are 
combined  to  make  the  Stokes  vectors.  This  data  can  be  converted  to  be  functions  of 
wavelength  in  microns  with  the  following  conversion, 

,  ,  10,000  (4-8) 

wavelength  (am)  = - - — - - — . 

wavenumber (  cm  1) 

Sample  interferograms  and  spectrum  emitted  from  the  integrating  sphere  are  included  in 
figure  31. 
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Figure  31.  a)  Sample  interferogram  from  the  Bomem  254  FTIR.  b)  Spectrum 
emitted  from  the  integrating  sphere  produced  after  taking  the  Fourier  transform  of 
the  interferogram. 

To  reduce  the  noise  in  the  spectrum,  the  resolution  for  the  spectrum  is  64  wavenumbers 
cm _1. 

Aluminum  Measurements 

For  smooth  surfaces,  Fresnel’s  equations  describe  how  perpendicular  and  parallel 
components  of  the  electric  field  are  reflected.  Using  these  equations  and  the  measured 
complex  index  of  refraction,  the  DOLP  can  be  calculated  for  Aluminum  for  incident 
angles  between  zero  and  ninety  degrees.  Using  the  polarimetric  biases  measured  in 
figure  23  and  applying  them  to  the  uncalibrated  measured  spectra  through  equation  (4-9) 
at  a  single  wavelength  for  each  incident  angle  produces  data  for  the  DOLP  from  an 
Aluminum  target  in  figures  32. 
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Figure  32.  Measured  values  of  reflected  DOLP  from  a  smooth  aluminum  surface 
versus  target  angle  for  the  Bomem  FTIR  at  7500  wavenumbers.  The  theoretical 
curve  is  generated  using  Fresnel’s  equations  and  the  complex  index  of  refraction  of 
pure  Aluminum. 

Due  to  the  small  difference  between  irradiances  measured  at  0  and  90  degrees  of  the 
polarizer  orientation,  there  is  a  minimum  measureable  DOLP  due  to  noise.  Figure  32 
shows  this  noise  limit  is  approximately  1  percent. 

Spectral  DOLP  of  Aluminum 

Using  Fresnel’s  equations  for  a  fixed  incident  angle  and  the  complex  index  of 
refraction  for  aluminum,  the  DOLP  reflected  from  Aluminum  can  be  predicted  for  a 
smooth  surface.  Using  the  polarimetric  biases  and  applying  them  to  the  uncalibrated 
spectra  through  equation  (4-9)  for  the  spectral  range  of  the  FTIR,  excluding  the 
wavelengths  where  instrument  self  emission  is  a  problem,  spectrally  resolved  DOLP 
measurements  are  produced.  Figure  33  shows  the  uncalibrated  spectra  measured  from 
Aluminum  with  an  incident  angle  of  50  degrees.  Figure  34  shows  the  calibrated  spectra 
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for  the  raw  data  collected  in  figure  33  which  shows  the  importance  of  correcting  for  the 


polarization  bias  of  the  FTIR. 


Wavenumber 


Figure  33.  Uncalibrated  spectrum  collected  from  Aluminum  at  an  incident  angle  of 
50  degrees. 
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Figure  34.  Calibrated  spectrum  collected  from  Aluminum  at  an  incident  angle  of  50 
degrees. 
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From  the  calibrated  measurements  in  figure  34,  Stokes  parameters  can  be  calculated 
using  equations  (4-4)  through  (4-7).  Figure  35  shows  the  spectral  dependence  of  the 
Stokes  parameters. 
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Figure  35.  Stokes  vectors  for  reflected  spectrum  at  an  incident  angle  of  50  degrees 
for  aluminum. 

Applying  this  sequence  for  all  incidence  angles  measured,  the  DOLP  can  be  spectrally 
resolved.  Figure  36  shows  the  reflected  DOLP  from  Aluminum  for  five  incident  angles. 
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Figure  36.  Measured  and  theoretical  DOLP  of  smooth  Aluminum  for  incidents 
angles  of  20-  70  degrees.  The  blue  line  is  the  collected  data  and  the  green  line  is  the 
theoretical  DOLP  based  on  Fresnel’s  equations. 

The  data  collected  does  not  follow  the  trend  that  theory  predicts.  Several  factors 
were  addressed  to  correct  for  the  deviations.  The  wire  grid  polarizer  extinction  ratio  is 
not  known  beyond  4000  wavenumbers.  The  measurements  shown  in  figure  23  show  how 
the  polarimetric  response  of  the  FTIR  trends  toward  one  with  increasing  wavenumber. 
This  indicates  that  the  polarizer’s  performance  is  decreasing  toward  the  near  IR  which 
inhibits  the  ability  to  compensate  for  the  polarization  bias  of  the  FTIR  beyond  4000 
wavenumbers.  Based  upon  this,  the  accuracy  is  best  at  4000  wavenumbers  and  the 
amount  of  decrease  in  performance  is  unknown.  This  factor  combined  with  the 
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calibration  drift  with  instrument  temperature  limit  the  accuracy  of  the  measurements 


collected. 

Glass  DOLP 


Surface  roughness  decreases  the  DOLP  of  reflected  and  emitted  radiation.  Using 
the  micro  facet  model  and  using  a  Gaussian  distribution  of  slope  values,  the  decrease  in 
DOLP  can  be  modeled  as  outlined  in  the  previous  chapter.  By  applying  these  principles, 
the  effects  of  a  rough  surface  can  be  seen  on  two  samples  of  glass,  one  smooth,  the  other 
roughened  by  sandblasting.  Thanks  to  the  contribution  from  AFRL,  the  glass  surfaces 
were  measured  with  a  scanning  electron  microscope  (SEM)  to  determine  the  root  mean 
squared  (RMS)  of  the  slopes.  Results  for  the  smooth  are  displayed  in  figures  37  and 
figures  38  &  39  are  the  results  for  the  rough  glass  sample.  The  pictures  on  the  left  side  of 
the  figures  are  an  image  of  the  corresponding  surface. 


Figure  37.  SEM  picture  of  the  smooth  glass  sample  with  RMS  value  showing  a 
negligible  surface  roughness  of  9  nm. 
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Roughness  Measurement 


Whole  Area 

Total  Area  St. 

5607.6895  pm2 

Roughness  A 
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Ten  Points  He 

5199.8667  nm 

Range  Sr: 

5429.4595  nm 

Figure  38.  SEM  picture  of  the  rough  glass  sample  with  a  RMS  of  value  of  0.76 
microns  for  the  surface  slopes. 


Figure  39.  Line  analysis  showing  the  height  of  the  surface  roughness  heights  are  up 
to  5  microns. 

For  these  values  of  the  RMS  or,  m0  from  the  previous  chapter,  the  theoretical  value  of 
the  DOLP  versus  incident  angle  is  shown  in  figure  40. 
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Figure  40.  Reflected  DOLP  from  Pyrex.  These  three  curves  indicate  how  the  root 
mean  square  value  of  the  surface  roughness  slope  decreased  the  reflected  DOLP  as  a 
function  of  angle. 

By  employing  the  same  measurement  procedures  for  the  aluminum  sample  and 
the  polarimetric  calibration  method,  experimental  results  confirm  that  with  the  DOLP 
decreases  with  increases  in  surface  roughness.  This  data  is  displayed  below  in  figure  41, 
first  for  the  smooth  sample  and  in  figure  42  for  the  rough  sample.  Due  to  the  index  of 
refraction  not  varying  over  the  spectral  range  measured,  the  theoretical  value  stays 
constant  spectrally;  therefore  only  one  theoretical  plot  is  presented  for  at  5000 
wavenumbers.  Plotting  three  data  points  over  the  spectral  range  gives  an  indication  of 
the  noise  in  the  measurement. 
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Figure  41.  Showing  the  theoretical  DOLP  for  smooth  Pyrex  for  5000  wavenumbers 
and  measured  DOLP  versus  target  angle  for  three  different  wavenumbers. 
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Figure  42.  Showing  the  theoretical  DOLP  for  smooth  Pyrex  glass  at  5000 
wavenumbers  and  measured  DOLP  of  rough  glass  with  RMS  slope  of  0.76  versus 
target  angle. 

For  the  smooth  glass,  the  general  theoretical  trend  is  measured.  However, 
significant  deviations  from  theory  are  recorded  at  50,  60,  and  70  degrees.  For  the  rough 
glass,  significant  deviations  from  predicted  values  are  measured  without  a  clear  trend. 
One  challenge  presented  with  the  samples  chosen  was  their  size.  Only  being  five 
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centimeters  long  made  measurements  difficult  at  the  larger  incident  angles  which 
increased  noise.  Also,  the  possibility  of  reflections  from  the  material  used  to  hold  the 
glass  in  place  could  have  contributed  to  the  errors.  The  rough  glass  sample  reflected  light 
is  a  diffuse  manner,  limiting  the  amount  of  light  that  could  be  collected.  As  a  result,  the 
differences  in  the  Stokes  parameters  measured  were  small.  When  the  first  parameter  is 
artificially  low  due  to  the  low  signal,  spikes  in  the  measured  DOLP  are  recorded.  This 
can  be  seen  at  incident  angles  of  30  and  40  degrees.  Figures  43  and  44  show  the 
spectrally  resolved  DOLP  measurements  for  the  smooth  and  rough  glass. 

Spectral  DOLP  of  Smooth  and  Rough  Glass 
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Figure  43.  Smooth  Glass  DOLP  for  incident  angles  of  20-80  degrees 
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Wavenumber 

Figure  44.  Measured  DOLP  from  roughened  glass  sample  for  incident  angles  of  20- 
75  degrees.  Theoretical  curves  use  the  measured  RMS  value  of  0.76. 

Experimental  results  for  the  smooth  glass  sample  agree  poorly  with  the 
theoretically  predicted  values  based  on  Fresnel’s  equations  while  the  results  for  the 
roughened  glass  agree  better  for  a  few  incident  angles.  The  decreasing  slope  in  the 
measured  spectrum  shown  strongly  at  40,  50,  and  60  degrees  for  smooth  glass,  indicates 
the  decreasing  performance  of  the  wire-grid  polarizer.  However,  the  output  of  the  light 
source  used  emitted  strongly  in  the  longer  wavelengths  but  decreased  significantly 
toward  the  NIR  increasing  the  noise.  This  factor,  combined  with  the  small  cross  section 
of  material  that  can  reflect  light  at  larger  incident  angles  also  increase  the  noise. 
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Y.  Conclusions 


Fourier  transform  spectrometry  has  allowed  for  numerous  spectral  phenomena  to 
be  investigated.  The  ability  to  simply  place  a  polarizer  in  front  of  an  FTIR  to  enable 
spectropolarimetric  measurements  allows  additional  information  to  be  collected. 
Spectrally  resolved  polarimetric  phenomena  allows  for  the  potential  of  broad  application 
in  remote  sensing. 

The  scope  of  this  work  was  threefold:  (1)  to  establish  a  new,  spectro -polarimetric 
reflectance  measurement  capability  at  AFIT;  (2)  document  best  practices  (learned 
through  this  effort)  for  accurate  DOLP  measurements;  (3)  demonstrate  the  current 
accuracy  and  limitations  of  the  technique  using  smooth  aluminum  as  well  as  smooth  and 
roughened  glass  substrates.  These  goals  were  accomplished  to  varying  degrees  of 
success.  Based  on  the  results  of  the  experiments  conducted,  numerous  challenges  were 
uncovered  that  were  not  obvious  at  the  beginning.  For  example,  the  stability  of  the 
polarization  bias  was  assumed  to  be  temperature  independent  which  was  shown  to  be  a 
faulty  assumption.  Also,  the  performance  of  the  polarizer  was  shown  to  be  important  to 
accurate  polarimetric  calibrations.  A  technique  for  alignment  of  the  light  source  and 
target  sample  was  successful  produced  to  achieve  small  error  of  incident  angle.  This 
procedure  can  be  applied  to  future  work.  However,  a  mechanically  controlled  process 
would  yield  more  accurate  results.  The  combination  of  these  factors  inhibited  consistent 
results  from  being  produced,  limiting  the  confidence  of  the  accuracy  achieved.  Based  on 
the  challenges  addressed,  a  firm  understanding  of  the  instrumental  limitation  can  be 
avoided  on  future  experiments. 
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Several  important  considerations  for  future  work  were  uncover  through  these 
experiments.  Having  precisely  known  materials  to  measure  is  critical  to  compare  with 
theory  because  Fresnel’s  equations  are  strong  functions  of  the  index  of  refraction 
associate  with  the  material.  Also,  careful  characterization  of  the  surface  parameters  is 
important  for  determining  the  affect  they  have  on  the  DOLP.  In  addition,  the  impact  of 
having  an  oxidized  surface  impacts  the  DOLP.  Having  well  characterized  samples  will 
be  important  for  determining  the  ultimate  accuracy  of  this  method.  Although  the 
measured  results  for  the  Aluminum  and  glass  samples  did  not  match  theory  well,  the 
general  trend  and  magnitude  of  the  reflected  DOLP  was  shown.  Based  on  these  initial 
measurement  and  the  challenges  uncovered,  the  accuracy  of  future  measurements  can  be 
vastly  improved. 

Suggestion  for  future  work 

In  order  to  utilize  the  unique  advantages  of  the  FTIR,  materials  other  than  glass 
and  aluminum  should  be  studied.  Due  to  the  material’s  largely  flat  refractive  indices  in 
the  spectral  range  studied,  no  spectral  features  are  readily  available  to  measure.  To 
incorporate  a  strong  spectral  signature,  adding  additional  layers  to  known,  pure  materials, 
would  be  of  interest.  This  could  be  achieved  by  simply  adding  a  layer  of  water  to  the 
materials  investigated  [19,  22,  23].  This  would  also  extend  the  multiple  layer  model 
highlighted  in  the  previous  chapter. 

Possible  areas  for  future  related  research  are  numerous.  For  example,  the  RMS 
of  the  surface  slopes  in  the  model  is  a  characteristic  of  the  material  and  does  not  depend 
upon  the  incident  wavelength  of  light.  When  the  wavelength  is  short  compared  to  the 
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average  surface  roughness  the  reflection  will  tend  to  be  diffuse  having  a  depolarizing 
effect,  therefore  reducing  the  reflected  or  emitted  DOLP.  However,  when  the  wavelength 
of  light  is  long  compared  to  the  mean  surface  roughness,  the  surface  effectively  becomes 
smoother,  and  therefore  increasing  the  amount  of  reflected  or  emitted  polarized  light 
resulting  in  a  high  DOLP.  Evidence  for  this  could  be  seen  by  comparing  measured 
DOLP  at  a  fixed  incident  angle  for  different  wavelengths  and  for  a  fixed  surface 
roughness.  Fresnel’s  equations  predict  the  amount  of  polarized  light  being  reflected  or 
emitted  from  a  smooth  surface.  Comparing  the  DOLP  at  increasing  wavelengths  to  the 
ideally  smooth  surface  shows  that  there  is  a  spectral  dependence  to  the  DOLP. 

Other  areas  that  could  be  investigated  that  would  be  ideally  suited  the 
spectropolarimetric  imaging  capabilities  available  at  ALIT  would  be  target  detection. 
Also,  using  this  capability  to  generate  three  dimensional  information  would  prove  useful 
in  an  operational  setting  [18].  Numerous  other  applications  can  be  explored  showcasing 
the  incredible  value  that  combining  polarimetric  and  spectral  information  can  provide. 
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Appendix  A.  Applicable  MATLAB  Code 


[MATLAB  CODE  for  theoretical  DOLP] 

index  =  xlsread (' Aluminum  Indices.xls'); 

ALn  =  index(:,2);  %  real 
ALk  =  index(:,3);  %imaginary 
L  =  index (:,1);  %wavelength 

%interpolated  function 

nn  =  @ (lambda)  interpl (L, ALn, lambda) ; 

kk  =  @ (lambda)  interpl (L, ALk, lambda); 


%  Fresnels  equations 


thp  = 

@  (ni. 

nt. 

th) 

asin (  real (ni 
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nt) 

(  ni . *cos (th) 
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+  nt.*cos 
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r  pe (th, ni, nt 
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r  pa (th, ni, nt 

DOLP  = 
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(R  pe (th, ni, n 
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pa  (th 

,  ni,  n 

it)  ) 

./( 

R  pe (th, ni, nt) 

. /nt)  . *  sin (th)  ) ; 

-  nt . *cos (thp (ni, nt, th) )  )  ./  ( 

(thp (ni, nt, th) )  )  ; 

-  ni  .  *cos (thp (ni, nt, th) )  )  ./  ( 

(th)  )  ; 

) . *conj (r_pe (th, ni, nt) ) ; 

) . *conj (r_pa (th, ni, nt) ) ; 
t)  - 

+R_pa (th, ni,  nt)  )  ; 


%Dispersion  relationship  for  the  refractive  index  for  glass 

nn  =  @ (lambda)  sqrt(l  +  ( 1 . 039*lambda . A2 )/( lambda . A2  -  0.00600069867) 
0.231792344*lambda.A2/ (lambda. A2  -  0.0200179144)  + 
1.01046945*lambda.A2/ (lambda. A2  -  103.560653)); 


[MATLAB  CODE  for  interpreting  data] 

%  Import  Data 
f 61  =  ' AL80P0 . I0B ' ; 

T61  =  200+273.15;  %  [K] 

[y61 , t61 , Hdr61 , Dr61 ]  =  importBomeml54(f61); 

[ ~ , G80P0 ]  =  int2spec (y61 , ' Xmin ' , xm, ' Xmax ' , xi , ' apod ' , ' hann ' , ' PC ' , true) 


Y  =  real ( [G80P0 ;  G80P45;  G80P90;  G80P135;]  ./  PP)  ; 


%Stokes  vectors 


SO  = 

=  @ 

(Y) 

Y(l, 

xi)  + 

Y 

(3, 

xi)  ; 

SI  = 
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(Y) 

Y  (3 , 

xi)  - 

Y 
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xi)  ; 

S2  = 

=  @ 

(Y) 

Y  ( 4 , 

xi)  - 

Y 

(2, 

xi)  ; 

S3  = 

=  @ 

(Y) 

0; 

PP 

= 

[ones  (s 

lize  (R0 

) 

) ; 

R45  . 

R90./R0;  R135./R0;]; 
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DOLP 


sqrt (SI ( Y )  . A  2  +  S2(Y).A2  +  S3 ( Y)  . A2 )  . /SO ( Y) 


[MATLAB  CODE  for  thin  surface] 

index  =  xlsread ( ' AL203 . xls ' ) ; 

An  =  index(:,2);  %  real  index 
L  =  index (:,1);  %wavelength 

%interpolated  function 

n2  =  @ (lambda)  interpl (L, An, lambda) ; 

1  =  linspace (0 . 4, 2 . 4, 500) ; 
xx  =  10000. /I; 

th_d  =  40;  th  =  pi*th_d/180; 

ni  =  1;  %index  of  air 
nt  =  @ (lambda)  n2 (lambda) ; 

thp  =  @(ni,nt,th)  asin  (  real(ni./nt)  .*  sin(th)  );  %thp  is  in 
radians 

r_pel  =  @(th,ni,nt)  (  ni.*cos(th)  -  nt . *cos (thp (ni, nt, th) )  )  ./ 

(  ni.*cos(th)+  nt . *cos (thp (ni,  nt,  th)  )  ); 

r_pal  =  @(th,ni,nt)  (  nt.*cos(th)  -  ni . *cos (thp (ni, nt, th) )  )  ./ 

(  ni . *cos (thp (ni, nt, th) )  +  nt.*cos(th)  ); 

R_pel  =  @(th,ni,nt)  r_pel (th, ni, nt) . *conj (r_pel (th, ni, nt) ) ; 

R_pal  =  @(th,ni,nt)  r_pal (th, ni, nt) . *conj (r_pal (th, ni, nt) ) ; 

T_pe  =  @(th,ni,nt)  1-R_pel (th, ni, nt) ; 

T_pa  =  @(th,ni,nt)  1-R_pal (th, ni, nt) ; 

%Aluminum  Data 

index2  =  xlsread (' Aluminum  Indices.xls'); 

ALn  =  index2(:,2);  %  real 
ALk  =  index2(:,3);  %imaginary 
LL  =  index2(:,l);  %wavelength 

%interpolated  function 

n3  =  @ (lambda)  interpl (LL, ALn, lambda) ; 
k3  =  @ (lambda)  interpl (LL, ALk, lambda) ; 

nt2  =  @ (lambda)  n3 (lambda); 

%thp  is  the  incident  angle  for  reflection  from  the  bottom  layer 
thp2  =  @  (nt2, ni, nt, th)  asin(  real (nt . /nt2 )  .*  sin (thp (ni, nt, th) )  ) 
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th_d2  =  @(ni,nt,th)  180*thp (ni, nt, th) /pi; 

r_pe2  =  @ (nt2, ni, nt, th)  (  nt . *cos (thp (ni, nt, th) )  - 

nt2 . *cos (thp2 (nt2, ni, nt, th) )  )  ./  (  nt . *cos (thp (ni, nt, th) )  + 

nt2 . *cos (thp2 (nt2, ni, nt, th) )  ) 

r_pa2  =  @ (nt2, ni, nt, th)  (  nt2 . *cos (thp (ni, nt, th) )  - 

nt . *cos ( thp2 (nt2 , ni , nt , th) )  )  ./  (  nt . *cos ( thp2 (nt2 , ni , nt , th) )  + 

nt2 . *cos (thp (ni, nt, th) )  ); 

R_pe2  =  @ (nt2, ni, nt, th) 

r_pe2 (nt2, ni, nt, th) . *conj (r_pe2 (nt2, ni, nt, th) ) . *T_pe (th, ni, nt) ; 

R_pa2  =  @ (nt2, ni, nt, th) 

r_pa2 (nt2, ni, nt, th) . *conj (r_pa2 (nt2, ni, nt, th) ) . *T_pa (th, ni, nt) ; 

RT_pe  =  @ (th, ni, nt, thp, nt2)  R_pel (th, ni, nt) +R_pe2 (nt2, ni, nt, th) ; 

RT_pa  =  @ (th, ni, nt, thp, nt2)  R_pal (th, ni, nt) +R_pa2 (nt2, ni, nt, th) ; 

DOLP  =  @ (th, ni, nt, thp, nt2)  (RT_pe (th, ni, nt, thp, nt2) - 

RT_pa (th, ni, nt, thp, nt2) ) . / (RT_pe (th, ni, nt, thp, nt2) +RT_pa (th, ni, nt, thp, n 

t2 )  )  ; 
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Appendix  B.  FLIR  imager  DOLP  measurements 


In  addition  to  the  FTIR  measurements,  data  was  collect  for  glass  using  an  infrared 
camera.  The  spectral  response  of  the  FLIR  imager  is  in  the  NIR.  By  taking  these 
measurements  with  this  camera  and  not  placing  a  dark  background  behind  the  transparent 
glass  samples,  EM  radiation  that  was  transmitted  through  the  sample  is  detectable  by  the 
imager.  Since,  most  light  is  unpolarized,  this  had  the  effect  of  lowering  the  measured 
DOLP  at  all  incident  angles.  Also,  the  polarizer  used  is  not  designed  for  the  spectral 
response  of  the  camera  effectively  lowering  the  amount  of  polarization  difference  that 
can  be  detected.  Figures  45  through  47  show  the  results  of  the  measurements  taken. 


Incident  Angle 

Figure  45.  DOLP  vs  incident  angle  for  rough  glass  RMS  value  0.76  microns 
measured  with  the  FLIR  imager. 
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Figure  46.  DOLP  vs  incident  angle  for  smooth  glass  RMS  value  0.09  microns 
measured  with  the  FLIR  imager. 
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Figure  47.  Measured  values  of  reflected  DOLP  from  smooth  aluminum  versus 
target  angle  for  the  FLIR  imager.  The  two  theoretical  curves  correspond  to  the 
limits  of  the  spectral  response  of  the  imager,  0.9  and  1.7  microns. 
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